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PURPOSE. This study evaluated the effectiveness of various methods for removing provisional cement from 
implant abutments, and what effect these methods have on the retention of prosthesis during the definitive 
cementation. MATERIALS AND METHODS. Forty implant fixture analogues and abutments were embedded in 
resin blocks. Forty cast crowns were fabricated and divided into 4 groups each containing 1 0 implants. Group A 
was cemented directly with the definitive cement (Cem-lmplant). The remainder were cemented with provisional 
cement (Temp-Bond NE), and classified according to the method for cleaning the abutments. Group B used a 
plastic curette and wet gauze, Group C used a rubber cup and pumice, and Group D used an airborne particle 
abrasion technique. The abutments were observed using a stereomicroscope after removing the provisional 
cement. The tensile bond strength was measured after the definitive cementation. Statistical analysis was 
performed using one-way analysis of variance test (a=.05). RESULTS. Group B clearly showed provisional cement 
remaining, whereas the other groups showed almost no cement. Groups A and B showed a relatively smooth 
surface. More roughness was observed in Group C, and apparent roughness was noted in Group D. The tensile 
bond strength tests revealed Group D to have significantly the highest tensile bond strength followed in order by 
Groups C, A and B. CONCLUSION. A plastic curette and wet gauze alone cannot effectively remove the residual 
provisional cement on the abutment. The definitive retention increased when the abutments were treated with 
rubber cup/pumice or airborne particle abraded to remove the provisional cement. [J Adv Prosthodont 201 3;5:234- 
40] 
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INTRODUCTION 

Dental implants have been used as a successful restoration 
treatment for tooth replacement over the last few decades. 
Nevertheless, there is some controversy regarding the clini- 



cal procedures or materials. The method for connecting the 
prosthesis to an implant is one of the most important top- 
ics. 1 " 6 

Screw-retained prostheses have the advantage of being 
retrievable, thereby allowing periodic replacement of the 
prosthodontic components. Furthermore, they are easy to 
replace if the abutments or screws are fractured, and easy 
to modify the prostheses after implant loss. However, they 
are associated with non-passive superstructures. Moreover, 
loosening and fracture of the screws occur frequently. 1 ' 7 

On the other hand, cement-retained prostheses allow a 
passive fit, and have the advantage of simplicity in fabrica- 
tion, better esthetics and occlusion. In addition, reduced 
chair time is needed compared to screw-retained prosthe- 
ses. Therefore, cement-retained prostheses are more eco- 
nomical and effective. 1 " 3 Such advantages account for the 
recent increase in clinical use but clinicians often face diffi- 
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culties due to the inconvenient retrieval. 1 ' 4 ' 8,9 

When permanent cement is used to cement cement- 
retained prostheses, the removal, if necessary, can be very 
difficult because of its excessive retention. Therefore, rath- 
er than trying to enhance the retention of all circumstances 
as in natural teeth, the retention in cement-retained pros- 
theses should be adjusted according to the individual situa- 
tion. The factors that affect the retention of the cement- 
retained prostheses include the taper or parallelism, surface 
area and height, surface treatment or roughness of abut- 
ments, and the type of cement. They are basically the same 
as those for natural teeth. 4 

The taper significantly affects the retention of a 
cement-retained prosthesis. In a study on the retention of 
implant prostheses, Schneider 10 reported that the retention 
decreases with increasing taper of the abutment. It was 
reported that a 6 degree taper is ideal for tooth prepara- 
tion. 11 This is the reason why in implant industry, most 
manufacturers machine their abutments to a 6 degree taper. 

In a study of the CeraOne implant system, Covey et al} 1 
reported that the relationship between the height and width 
of the abutment is more important than the tooth surface 
area of the abutment in determining crown retention. 
Moreover, the total surface area and width of the abutment 
did not increase the retention value significantly. Others 
showed that the level of retention increases with increasing 
vertical height of the abutments. 13 

Surface roughness and luting agents are factors that can 
be controlled by the clinician. Other authors reported that 
the retention values of cements increased with increasing 
surface roughness of the restoration or abutment. 1448 

With regard to selecting cement, Akca et alP encour- 
aged the use of permanent cement because provisional 
cement showed long-term instability. On the other hand, 
Ramp et al. 19 recommended the use of provisional cement 
for the benefit of retrievability in implant prostheses. 
However, the use of low-retention cement at the initial 
phase with a gradual change to higher-retention cement 
until adequate retention is achieved has been suggested. 1 

Unfortunately, selecting the correct cement in a clinic is 
not very simple. When permanent cement is used, its 
removal when necessary can be quite difficult due to exces- 
sive retention. However, the use of provisional cement 
instead of permanent cement just for retrievability can 
result in dissolution of cement due to its physical and 
mechanical instability. This can create a gap between the 
abutment margin and restoration causing inflammation by 
plaque accumulation. In addition, the implants may exhibit 
excessive loading because the functional load is concentrat- 
ed on the remaining cemented region of the abutment. 8 

Therefore, the use of provisional cement is recom- 
mended only for a short time and a cement with adequate 
retention is needed for definitive cementation. For this rea- 
son, despite the few clinical studies, implant cement is now 
commercially available because of its convenient removal. 

On the other hand, some studies have suggested that 
residual provisional cement can have a deleterious effect 



during the definitive cementation in natural teeth if provi- 
sional cement is used before the definitive cement. Residual 
provisional cement inside the prostheses can act as a con- 
tamination source and decrease the retention of the defini- 
tive cementation. 20,21 It can also prevent microroughness on 
the internal surface of the restoration and make it smooth, 
thereby decreasing the retention of the definitive cement. 22 
In addition, a provisional cement containing eugenol dis- 
turbs the bonding of the resin cement because eugenol 
reduces the free radicals and restrains polymerization of the 
resin. 23 ' 24 Kanakuri et al. 25 asserted that one cause of the 
problems associated with ill-fitting restorations would be 
remaining provisional cement on the abutment surface. 
Therefore, the complete removal of provisional cement 
before the definitive cementation of the restorations is rec- 
ommended. 

However, provisional cement is quite difficult to remove 
completely. Consequently, when implant cement is planned 
for better retention during the definitive setting, previous 
provisional cementation and inadequate removal of the 
provisional cement can affect the retention of the prosthesis. 

This study evaluated the effectiveness of a range of 
methods for removing provisional cement from implant 
abutments, and the influence these methods on the reten- 
tion of the prosthesis during definitive cementation. The 
null hypothesis of this study was that there are no signifi- 
cant differences in retention when using different various 
methods of removing provisional cement from implant 
abutment. 

MATERAIALS AND METHODS 

Forty prefabricated implant abutments (GS Rigid Abut- 
ment, Osstem Implant Co., Seoul, Korea) with a diameter 
of 5.0 mm, a length of 5.5 mm and a taper of 6° were used 
(Fig. 1A). Autopoly meriting acrylic resin (Ortho-Jet, Lang 
Dental Mfg Co., Wheeling, IL, USA) blocks, approximately 
6 mm X 10 mm x 20 mm in size, were fabricated, allowing 
the implant fixture analogues (Osstem Implant Co., Seoul, 
Korea) (Fig. IB) to be placed perpendicular to the 6 mm X 
10 mm face of the resin blocks (Fig. 2). The perpendicular 
placement of the implant fixture analogues into the resin 
blocks was confirmed using a dental surveyor (Ney survey- 
or, Ney Dental Intl., Bloomfield, CT, USA). The abutments 
were connected to the implant fixture analogues to a torque 
of 30 Ncm. 

A prefabricated plastic coping (Fig. 1C) was placed on 
each abutment. Each plastic burnout coping was attached 
to a randomly selected implant abutment and complete 
seating was confirmed by an audible click sound as a "snap- 
on mechanism". A loop of wax was added to the occlusal 
surface of the coping to allow subsequent retention testing 
(Fig. 3). All plastic copings were sprued, invested with a 
phosphate bonded investment (Univest Non-precious, 
Shofu Dental Co., Kyoto, Japan) and cast with a noble alloy 
(V-Supragold, Metalor Technologies SA, Neuchatel, 
Switzerland) by a single dental technician. Castings were 
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Fig. 1. Prefabricated implant abutment (A), implant 
fixture analogue (B), and prefabricated plastic coping (C) 
used in this study. 



Fig. 3. Crown coping with a loop for retention testing. 



Table 1. Classification of experimental groups 



Group 


n 


Method of cleaning 


A 


10 


Control group, no provisional cementation 


B 


10 


Temp-Bond NE removed with plastic curette 
and wet gauze 


C 


10 


Temp-Bond NE removed with rubber cup 
and pumice 


D 


10 


Temp-Bond NE removed with air-powder system 




Fig. 2. Abutment and fixture analogue embedded in 
acrylic resin. 



devested, desprued and airborne particle abraded with 50 
\im aluminum oxide particles to remove the residual invest- 
ment materials. The fitting surface nodules were removed 
using rotary instruments under a microscope with XlO 
magnification. A silicone disclosing medium (Fit Checker, 
GC Corp., Tokyo, Japan) was used to achieve the best pos- 
sible fit. 

All abutment screw access holes were filled with gutta- 
percha before cementation. Ten specimens were used in the 
control group (Group A), and cemented finally without 
provisional cementation. 

Temp-Bond NE (Kerr Corp., Orange, CA, USA) was 
used for the provisional cementation of the remaining 30 
specimens. Provisional cement was used to completely cov- 
er all the internal walls of the castings, which were then 
seated onto the abutments by firm finger pressure for 10 
seconds, followed by a 5 kg axial compressive load for 10 
minutes. Excess cement was removed using a plastic 
curette. Mixing and cementing procedures were carried out 



at room temperature by one investigator. After cementa- 
tion, the specimens were subjected to 500 thermocycling 
cycles between 5°C and 55°C with a 20 second dwell time in 
each water bath, and 10 second interlude between water 
baths. 

The castings were then separated with the abutments 
using a universal testing machine (Instron 8871, Instron 
Co., Norwood, MA, USA). To remove the residual cement, 
the inner surfaces of all copings were cleaned with an exca- 
vator, air abraded with 50 urn aluminum oxide particles for 
10 seconds, cleaned with steam for 10 seconds, and cleaned 
ultras onically with distilled water for 30 minutes. 

Thirty specimens were divided into three groups 
according to the method used to clean the abutments, as 
listed in Table 1. In Group B, the abutments were cleaned 
with a plastic curette (Premier Implant scaler, Premier 
Dental Products Co., Plymouth Meeting, PA, USA) for 30 
seconds, wiped with wet gauze. In Group C, the abutments 
were cleaned with a rubber cup and pumice for 30 seconds. 
Group D was treated with an air-powder system (MicroEtcher 
IIA, Danville Materials, San Ramon, CA, USA) with 50 um 
aluminum oxide for 10 seconds. The air-powder system had 
a 60 psi pressure at the opening of the syringe tip, which 
was held at a distance of 10 mm from the abutment sur- 
face. Each abutment was rinsed with an air/water spray for 
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Fig. 4. Specimen fixed to the universal testing machine 
(Instron 8871, Instron Co., Norwood, MA, USA) for 
tensile testing. 



10 seconds, and then air dried. At this point, the abutment 
surface was observed using a stereomicroscope (SZ-PT, 
Olympus Corp., Tokyo, Japan). 

The old gutta-percha in the abutment screw access 
holes was removed, and access holes were filled with new 
gutta-percha. The castings were then cemented onto the 
abutments with a 5 kg load maintained for 1 0 minutes using 
resin cement (Cem-Implant, BJM Laboratories Ltd., 
Or- Yehuda, Israel). An excess of cement was removed 




Fig. 5. Abutment surface in Group A 
(original magnification x330). 




Fig. 7. Abutment surface in Group C 
(original magnification x330). 



using a plastic curette, followed by thermocycling in the 
same manner as that after provisional cementation. 

The specimens were fixed rigidly to the lower member 
of the universal testing machine, and stainless steel wire, 10 
mm in diameter, was fixed to the upper member (Fig. 4). 
The machine was set to apply a uniaxial tensile force to the 
copings with a cross-head speed of 0.5 mm/min, and the 
force at which cement failure occurred was recorded in 
Newtons. 

The mean value and standard deviation of each group 
were calculated. The data were analyzed using one-way 
analysis of variance (AN OVA). The post hoc tests were 
carried out using a Duncan's test. 'SPSS for Windows' 
(Version 12.0, SPSS Inc., Chicago, IL, USA) was used for 
statistical analysis. It was considered statistically significant 
for P value <.05 . 

RESULTS 

The abutment surfaces were observed under a stereomicro- 
scope. Group A was the control group with no treatment 
and representing a smooth surface (Fig. 5). Group B also 
showed a smooth surface, but a small amount of provision- 
al cement remnant remained (Fig. 6). Group C lost some 
reflection of light or gloss and showed a slightly roughened 
surface (Fig. 7), whereas Group D lost almost all the reflec- 
tion or gloss and showed a significantly roughened surface 
(Fig. 8). Almost no cement remained in Group C and D. 




Fig. 6. Abutment surface in Group B 
(original magnification x330). 




Fig. 8. Abutment surface in Group A 
(original magnification x330). 
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Group 



Fig. 9. Average tensile bond strength of each group (unit: 
N). Horizontal lines indicate significant differences 
(P<.05). 



Group D showed the highest tensile bond strength 
(286.73 N), followed in order by Group C (61.99 N), A 
(38.65 N) and B (38.45 N) (Fig. 9). The retention value 
increased as the abutment surfaces became rougher. 
Significant differences in retention were observed between 
the 4 groups (P<.05) using the one-way AN OVA test. 

Tensile bond strength was similar in Group A and B. 
The tensile bond strength in Group C was higher than that 
in Group A and B. Group D showed an apparently higher 
tensile bond strength than the other groups (P<.05). 

DISCUSSION 

In this study, prefabricated 1 -piece implant abutments were 
used and all factors except for the method for removing the 
residual cement were standardized. All clinical procedures 
were reflected in the experiment as much as possible. In 
addition, implant cement, which has gained more attention 
recently, was selected as the definitive cement. 

The plastic burn-out coping system that has been used 
in this study offers easy and predictable procedures to labo- 
ratory technicians. A space between the abutment and the 
plastic cap is manufactured, which eliminates the need for a 
die spacer. This built-in cement space is from 5 jam to 10 
\im. The presence of this uniform cement space also 
decreases the need for casting adjustments. 

There is no consensus as to whether an abutment screw 
access hole should be filled or not, and if filled, with what 
type of material. Composite resin, wax, polyvinylsiloxane 
impression material, gutta percha, and cotton pellets have 
been used to seal the abutment screw access holes. There is 
potential for chemical bonding between the abutment 
screw access hole filling material and compatible luting 
cement that may aid in crown coping retention. 26 ' 27 In the 
present study, the abutment screw access holes were filled 
with gutta percha, which can be repaired easily. In this man- 



ner, there is no possibility of a potential chemical bond 
between the material used to fill the abutment screw access 
hole and cement. 

While every effort was made to manage all the speci- 
mens identically, inadvertent unequal treatment of the spec- 
imens should be recognized and may be responsible for 
some of the observed variations and results. During crown 
coping construction, variations in individual copings may 
be introduced at any point of the construction process. On 
the other hand, the abutments were proposed to be identi- 
cal due to their high precision computer-aided machining. 
Thermocycling aims to thermally stress the cements but 
may not realistically represent the in vivo behavior. If in vitro 
thermocycling is assumed to be an accurate representation 
of the in vivo conditions, then its effect on luting cement 
may be more pronounced than under in vivo conditions due 
to different crown coping thicknesses. The crown copings 
in the current study were thin compared to in vivo crowns 
because no additional wax was added to the plastic burn- 
out coping and porcelain was not layered. Additional mate- 
rial thicknesses may further insulate the cement from ther- 
mal stress. Therefore, the cements in this experiment may 
have been exposed to more severe temperature extremes 
than that in vivo. Uniaxial tensile testing was used to mini- 
mize the lateral forces. When a specimen was tested, there 
was the potential for incorrect positioning, resulting in a 
non-uniaxial tensile force. The resulting cement failure 
force may not be a true indication of the uniaxial force 
required to remove the copings. 

In the control group, the machined abutment surface 
was not modified with any preparation and was relatively 
smooth. This can have less cement-abutment microme- 
chanical interlocking, leading to lower cement retention val- 
ues. The rough, airborne particle abraded internal surface 
of the coping provided greater micromechanical retention 
than the smooth machined titanium abutment surface; 
hence the cement adhered to the coping. Different methods 
for removing the residual cement from the internal surface 
of coping are known. 28 31 In this study, airborne particle 
abrasion, steam cleaning and ultrasonic cleaning were used. 

A number of techniques have been introduced to clean 
implant abutments, and some proven to be efficient were 
used in this study. 32 " 38 Group B showed that a small amount 
of residual provisional cement remained on the abutment, 
and there was no change in retention compared to the con- 
trol group. Group C showed some surface roughness and 
slightly higher retention than the control group, whereas 
Group D demonstrated significant roughness and increased 
retention. This suggests that a surface treatment on a 
smooth implant abutment surface can create roughness, 
which in turn increases the retention. However, a small 
amount of residual provisional cement is unlikely to have a 
significant effect on retention. 

When removing the provisional cement, the appropriate 
removal method should be determined considering the 
condition of each abutment. Dario 39 suggested that cement- 
retained prostheses can be retrieved properly by selecting 
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cement with the retention required by the individual resto- 
ration. A restoration on multiple long abutments would 
require a cement of less retention compared to a restora- 
tion on a few short abutments. Therefore, an abutment 
where small retention is expected should be treated with 
airborne particle abrasion to ensure higher retention. On 
the other hand, abutments that do not require an increase 
in retention or require only small increase, can be treated 
with a plastic curette or rubber cup and pumice. An air- 
powder system carries the risk of trauma to the peri- 
implant tissue or emphysema if used inappropriately, and 
caution must be taken when spraying towards the cervical 
region. 35 ' 40 

One of the limitations of this study was that only the 
tensile force was assessed, as in previous studies. In an oral 
environment, retention failure of fixed partial denture 
occurs because various mastication forces work in a com- 
plex manner for a long time. The same applies to the 
implants, and mastication forces include direct compressive 
forces, complex lateral forces and small tensile forces. In 
most retention experiments, only a direct tensile force is 
applied. This is quite different from an actual oral environ- 
ment, which means that it cannot be applied clinically. 
However, the relative tensile bond strength could be com- 
pared because all other factors were controlled in this study. 
Moreover, an objective comparison can be made because 
most studies measured the tensile bond strength. 

The other limitations of this study were that only one 
type of adhesive resin cement and provisional cement was 
used. Different results could have been obtained if a differ- 
ent adhesive resin or different provisional cement had been 
used. These topics should be investigated in a further study. 

CONCLUSION 

Within the limitations of the in vitro conditions used in this 
study, the following conclusions were made. A plastic 
curette and wet gauze alone could not effectively remove 
the residual provisional cement on an abutment. And the 
retention of the prosthesis increased when the abutments 
were treated with rubber cup/pumice or airborne particle 
abraded, to remove provisional cement. 

Clinically, when the retention of a cement-retained 
implant prosthesis is insufficient or more retention is need- 
ed, retention of the definitive cementation can be regulated 
by applying different methods to remove the residual provi- 
sional cement from the abutment. 
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